FIELD TEST REPORT on CALIBRATION of FSM type RVR for RUNWAY 24

1. Name of instrument/sensor: FSM type RVR
2. Serial Number;
3. Make and Maodel: Vaisala, PWD22
4, Field test observations: RWY 28
Very High Scatter Signal :
Dat Eﬂﬁe B i mﬂi;mce Tolerance: | Clibrated to
ne S;nalr Reference, Obtained, [in Hz)
(Hz) (Hz)
15.11.2025 | QK 525 496 5.52 +5% 525

Remarks:

i) Above field test report is valid far Six months.

Place: AMS, Gaya
Date of Issue: 21.11,2025
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